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ABSTRACT
LOFAR, the Low-Frequency Array, is a powerful new radio telescope operating between 10 and
240 MHz. LOFAR allows detailed sensitive high-resolution studies of the low-frequency radio sky.
At the same time LOFAR also provides excellent short baseline coverage to map diffuse extended
emission. However, producing high-quality deep images is challenging due to the presence of direction
dependent calibration errors, caused by imperfect knowledge of the station beam shapes and the
ionosphere. Furthermore, the large data volume and presence of station clock errors present additional
difficulties. In this paper we present a new calibration scheme, which we name facet calibration, to
obtain deep high-resolution LOFAR High Band Antenna images using the Dutch part of the array.
This scheme solves and corrects the direction dependent errors in a number of facets that cover the
observed field of view. Facet calibration provides close to thermal noise limited images for a typical
8 hr observing run at ∼ 5′′ resolution, meeting the specifications of the LOFAR Tier-1 northern survey.
Subject headings: Techniques: interferometric
1. INTRODUCTION
LOFAR is a powerful new radio telescope operating
between 10 to 240 MHz (van Haarlem et al. 2013). It is
designed to carry out a range of astrophysical studies in
this relatively unexplored part of the radio band. LO-
FAR consists of antenna dipoles that are grouped into
stations. LOFAR stations are located in various coun-
tries in Europe, with the majority being in the north-east
of the Netherlands.
E-mail: rvanweeren@cfa.harvard.edu
? Einstein Fellow
† Hubble Fellow
Two different dipole antenna types are used. The High
Band Antennas (HBAs) cover the 110-240 MHz range
and the Low Band Antennas (LBAs) the 10–90 MHz
range. At the stations, the dipoles signals are combined
digitally into a phased array. The signals from these
stations are then sent via high-speed fiber to a central
GPU correlator where they are correlated with those
from other stations to form an interferometer. The elec-
tronic beam-forming at the station level allows the gener-
ation of multiple beams on the sky which, together with
the large field of view (FoV) at these low-frequencies,
makes LOFAR an ideal survey instrument. For more
details about the instrument we refer the reader to the
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overview paper by van Haarlem et al. (2013).
One of the major goals of LOFAR is to carry out a
survey of the northern sky as part of the LOFAR Surveys
Key Science Project (Surveys KSP) (Ro¨ttgering et al.
2006). For the HBA part of the survey, the aim is to
reach a depth of ∼ 0.1 mJy beam−1 at a resolution of
∼ 5′′ (i.e., the Tier-1 survey depth, Ro¨ttgering et al.
2011) across the entire northern sky. Over the last years
it has become clear that, to reach this depth, advanced
calibration and processing techniques are needed.
One of the main challenges for the calibration is the
ionosphere (e.g., Lonsdale 2005; Intema et al. 2009). The
ionosphere results in delay differences between antenna
stations causing errors in the phases of the measured
visibilities. The amount of phase change is directly re-
lated to the free electron column density along a line
of sight through the ionosphere and the observing fre-
quency. These ionospheric phase errors thus change with
the viewing direction, and if the array is large, as is the
case for LOFAR, differ from station to station. The phase
errors result in shifting, deformation, and splitting of
sources in the image plane, which if not corrected, cause
deconvolution artifacts and an increase in the overall im-
age noise.
Another challenge concerns the complex time-varying
station beam shapes. The reason for the time-variation
is that the stations have no moving parts. Sources are
tracked by adjusting the delays between the dipole ele-
ments when the sources move across the sky. In addition,
small differences in station beam models and the actual
station beam shapes cause errors that need to be cor-
rected for in order to produce high-quality images, in
particular for bright sources.
In this work we present a new calibration scheme, facet
calibration, that has enabled us to make images that
reach the LOFAR HBA Tier-1 survey depth and res-
olution. Facet calibration was developed to process a
LOFAR HBA observation of the “Toothbrush” galaxy
cluster and we will use this particular dataset to lay out
the method. The scientific results on this galaxy cluster
are presented in van Weeren et al. (2016).
{Facet calibration builds upon the “peeling” technique
(e.g., Noordam 2004), where calibration solutions in a
discrete number of directions are obtained, similar to
other low-frequency calibration schemes (e.g., SPAM,
Sagecal, and MeqTrees; Intema et al. 2009; Kazemi et al.
2011; Smirnov 2011a; Noordam & Smirnov 2010).
The layout of this paper is as follows. We start with a
description of the observations and general characteris-
tics of a typical LOFAR dataset in Section 2. We provide
an overview of the direction independent calibration and
processing in Section 4. The corrections for direction de-
pendent effects (DDE) are described in Section 5. We
end with a discussion and conclusions in Sections 6 and
7.
2. LOFAR HBA OBSERVATIONS
Below we describe the setup of the Cycle 0 Tooth-
brush cluster observations which will serve as a reference
dataset to demonstrate the facet calibration scheme.
The Toothbrush cluster was observed on Feb 24, 2013,
mostly during nighttime with the LOFAR High Band
Antenna (HBA) stations. Two station beams were
formed: one on the target and one on the nearby
TABLE 1
HBA Observations
Observation IDs L99083, L99084
Pointing centera 06h03m33.5s, +42◦19′58.5′′
Pointing centerb 05h42m36.1s, +49◦51′07.0′′
Integration time 1 s
Observation date 24 Feb, 2013
Total on-source time 10 hr
Used on-source time 8.8 hr
Correlations XX, XY, YX, YY
Frequency setupa 112–181 MHz full coverage
Frequency setupb 112–181 MHz, 121 subbandsc
Used bandwidth on target 120–181 MHz,
except 169–171, 177–179 MHzd
Bandwidth per subband 195.3125 kHz
Channels per subband 64
a Toothbrush field
b 3C147
c The subbands are approximately evenly distributed within this
frequency range
d These frequency ranges are affected by strong RFI
(8.3◦ separation) calibrator 3C147. By default, all four
correlation products were recorded and the frequency
band was divided into subbands, each 195.3125 kHz wide.
Each subband was further divided into 64 channels. The
integration time was set to 1 s to facilitate the removal of
radio frequency interference (RFI). Complete frequency
coverage between 112–181 MHz was obtained on the
Toothbrush field, while the calibrator 3C147 was covered
with 121 subbands3, randomly spread between 112–181
MHz. An overview of the observations is given in Table 1.
For the observations 13 remote and 21 Dutch core sta-
tions were used, giving baselines that range between 68 m
and 80 km. The large number of short baselines is im-
portant to image diffuse extended emission. The core
station layout is different from that of the remote sta-
tions as the latter are split into two sub-stations, each
with 24 dipole tiles and a diameter of 30.75 m. The
HBA DUAL INNER configuration was employed for the
remote stations (van Haarlem et al. 2013) meaning that
only the inner 24 tiles are used of a remote station. This
is done to obtain similar station beam sizes as for the
split core stations. Thus, in total 21 × 2 + 13 = 55 sta-
tions were correlated for this observation. The interna-
tional (“non-Dutch”) stations were not included. For the
stations, the half-power beam width (HPBW) is about
3.8◦ at 150 MHz. The monochromatic uv-coverage for
the Toothbrush field observations is displayed in Fig-
ure 1.
3. HBA DATA REDUCTION AND CALIBRATION: AN
OVERVIEW
As mentioned in Section 1, advanced calibration and
processing techniques are needed to obtain deep high-
fidelity images at low radio frequencies.
The Toothbrush observation was the first Cycle 0 ob-
servation of the LOFAR Galaxy Cluster Working group,
which is part of the LOFAR surveys Key Science Project
(Ro¨ttgering et al. 2006). Therefore, the observation also
served as a testbed to develop calibration strategies to
reach the required Tier-1 survey depth. Below we pro-
3 This number is constrained by the total amount of bandwidth
that can be handled by the system.
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Fig. 1.— Monochromatic uv-coverage for the Toothbrush field at 150 MHz. The middle and right panels progressively zoom inwards
showing the dense inner uv-coverage. The large fractional bandwidth fills the uv-plane radially (not shown in the figure).
vide an brief overview of the calibration method that was
developed to reach the required depth and resolution, be-
fore we go into more detail in the next Sections.
The data reduction and calibration consists of two
main components: a non-directional and a directional
part. The non-directional part includes the following
steps: (1) removal of RFI, (2) bright off-axis source
removal, (3) averaging, (4) solving for the calibrator
complex gains, (5) “clock-total electron content” (clock-
TEC) separation on the calibrator, (6) transfer of the
amplitudes and clocks from the calibrator to the target
field, and (7) amplitude and phase (self)calibration of the
target field at medium (20–30′′) resolution. This is then
followed by a scheme to obtain direction dependent cor-
rections to reach near thermal noise limited images using
the full resolution offered by the longest “Dutch-LOFAR”
baselines of about 102 km. Below the non-directional and
directional parts of the calibration are described in more
detail.
4. NON-DIRECTIONAL REDUCTION AND CALIBRATION
4.1. RFI removal
The first step in the reduction of the HBA data con-
sisted of removal of RFI with the AOFlagger (Offringa
et al. 2010, 2012). The amount of data affected by RFI
was typically only a few percent. One malfunctioning
core station was flagged entirely. In addition, the first
and last three channels of each subband were also flagged
as they were noisy. After flagging, the data were aver-
aged to 5 s and 4 channels per subband to reduce the
data size.
4.2. Removal of sources in the far sidelobes
Cas A and Cyg A are sufficiently bright that they can
contribute flux through the sidelobes of the station beam.
We therefore computed the contribution of Cas A and
Cyg A using the station beam model (Hamaker 2011;
van Haarlem et al. 2013). Whenever the apparent flux
density of these sources exceeded 0.5 Jy for the core-core
baselines, we obtained gain solutions towards these two
sources using the BlackBoard Selfcal (BBS) software
(Pandey et al. 2009). In addition, simultaneous gain so-
lutions were obtained towards 3C147 or the Toothbrush
Field. We solved for the gains using all four correla-
tions (XX, XY, YX, YY). For 3C147 we took a point
source model. For the Toothbrush Field the model was
derived from a GMRT 150 MHz image (presented in van
Weeren et al. 2012a) with the PyBDSM (Mohan & Raf-
ferty 2015) source detection package. The Cas A and
Cyg A models came from ∼ 10′′ resolution LOFAR low-
band antenna observations. We assumed that all sources
are unpolarized. After solving for the gains, Cas A and
Cyg A were subtracted from the data with the appropri-
ate gain solutions. The data were then averaged to 10 s
and 2 channels (97.6562 kHz per channel) per subband
for the target field and 5 s and 1 channel (195.3125 kHz)
for 3C147; no gain corrections were applied. For 3C147,
bandwidth smearing is not an issue as it is located in the
phase center and dominates the flux in the field. These
data serve as input for the rest of the processing. The
target field averaging parameters are a compromise be-
tween bandwidth and time smearing and finite comput-
ing capabilities.
4.3. Obtaining calibration solutions towards the primary
calibrator
We obtained diagonal (XX and YY) gain solutions to-
wards 3C147 with BBS, solving on a timescale of 5 s per
subband basis. Besides solving for these parallel-hand
gains, we also solved for a Rotation Angle (β) per station
to take into account differential Faraday Rotation, which
could otherwise affect the parallel-hand amplitudes in the
linear correlation basis. The corresponding Jones ma-
trix (F ) for the differential Faraday Rotation (Smirnov
2011a) is
F =
(
cosβ − sinβ
sinβ cosβ
)
. (1)
We assume that β is constant within a single subband,
which is a valid approximation in the HBA frequency
range. The derived Rotation Angles were small (β 
1 rad), indicating little differential Faraday Rotation,
which is not unexpected in the HBA frequency range.
The LOFAR station beam was applied during the solve
so that gain variations caused by the changing station
beams are not absorbed into the gain solutions. For the
point source model of 3C147 we used the flux-scale of
Scaife & Heald (2012), giving a flux density of 66.7 Jy at
150 MHz.
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4.4. Clock-TEC separation
The remote LOFAR stations have their own clocks (to
timestamp the data before correlation) which are not per-
fectly synchronized with the single clock that is used for
all the core stations. This causes a strong phase delay
across the frequency band (phase ∝ ν) for the remote-
remote and core-remote baselines. For our observation,
very large clock offsets (delays) were present for some of
the remote stations, up to 200 ns (with respect to the
core). In addition to these clock offsets, the clocks for
the remote stations can drift by ±15 ns over the course
of an observation with respect to the core station clock.
The large clock offsets need to be corrected (see Sect. 5),
before we can proceed with the directional part of the
calibration.
We developed a method to derive the clock values from
an observation of a bright calibrator source. In our case
this was 3C147 which has a large enough flux contribu-
tion on all baselines to obtain high signal-to-noise (S/N)
gain solutions on 5 s timescales. We will refer to this
method as “Clock-TEC separation”. Once the clock val-
ues are determined we can correct the target field data
for this effect with BBS. Removing the time varying clock
is equivalent to applying a frequency and time dependent
phase correction to each station. In the next paragraphs
we outline this method.
A complication for low-frequency radio observations is
that the phases also vary because of the ionosphere and
that these phase variations are not linear across the ob-
served bandwidth. When we are observing far enough
from the ionospheric plasma frequency (which is typically
located around ∼ 10 MHz) the effect has a frequency de-
pendence of: phase ∝ ν−1. The amount of phase change
is directly related to the free electron column density
along a line of sight through the ionosphere. The unit
for TEC is 1016 m−2. For an interferometer (and ne-
glecting polarization) only the differences in TEC (and
clock) are relevant. The observed phase difference for a
baseline can be thus written as
∆phase(ν, t) = 2pip0(t)ν − 8.448 · 10
9p1(t)
ν
[rad] , (2)
where p0 is the clock difference and p1 the TEC differ-
ence (the constant of 8.448 · 109 relates TEC to phase).
In principle we could directly solve for the clock and
TEC differences on the visibility data, employing the fact
that the phase frequency dependence of clock and iono-
sphere are different. This requires that there is sufficient
frequency coverage and/or signal-to-noise to detect the
non-linear behavior (the p1/ν term) of the ionosphere in
Eq. 2. We decided not to directly solve Eq. 2 on the vis-
ibility data, because this would require including all 121
subbands for the solve. This is computationally expen-
sive and that also made it less practical for testing the
clock-TEC separation approach.
Instead of directly solving for clock and TEC on the
visibility data, we use the 3C147 phase solutions. We
thus have 121 phase solutions along the frequency axis
as input to fit clock and TEC difference via Eq. 2 for
every 5 s time slot. We do this fitting in python us-
ing scipy.optimize.leastsq. A difficulty with the this
least-squares solve is that Eq. 2 has many local minima
in χ2 space and the actual global minimum is not much
deeper than neighboring local minima. In other words,
our frequency coverage is not wide enough to easily sep-
arate the non-linear behavior of the TEC from the clock,
unless good initial guesses are available.
We use a brute force search on a grid to find clock and
TEC initial guesses that are close enough to the actual
solutions to achieve convergence. As expected, for the
core stations the clock differences were close to zero (less
than 1 ns for most stations), see Figure 2. The fitting was
done separately for the XX and YY phase. For a few sta-
tions, we found a small but constant offset between the
XX and YY phases. We determined these offsets by tak-
ing the median phase difference between the XX and YY
phases over the entire length of the observation for each
station4. After the offsets were taken out, the resulting
clock and TEC values were averaged and smoothed with
a running median filter (with a window size of 15 s), see
Figures 2 and 3.
Based on the TEC solutions, we decided to flag the
first 1.2 hrs of the data since the TEC differences were
very large and changed rapidly over time. During this
time period the phase rate exceeded more than 1 rad per
10 s on the longest baselines. To avoid time decorrelation
we discarded the first 1.2 hrs of data for the rest of the
processing.
4.5. Clock and amplitude transfer
The clock values and XX–YY phase offsets were trans-
ferred, together with the amplitudes, to the target field
data. The amplitudes were also inspected for outliers
and smoothed along the time and frequency axis with
a running median filter (with a window size of 5 min
along the time axis and 3 subbands along the frequency
axis). After applying these corrections, the resulting tar-
get field data was free of clock delays and the visibility
amplitudes were in units of jansky. We did not transfer
the TEC values because these are direction dependent
and differ for the calibrator and target fields.
For the LOFAR observations discussed in this work,
simultaneous calibrator observations were available for
the entire length of the observing run. However, this
is not required and a short ∼ 10 min observation of a
primary calibrator source at the start or end of the main
observing run is also sufficient to transfer the clock and
amplitudes. The reason for this is that the amplitudes
are usually stable over the length of an observation, and
the clock drifts remain within ± ∼ 15 ns of the global
offsets. The remaining clock drifts are small enough to be
corrected for at a later stage (during the self-calibration
or the direction dependent calibration).
4.6. Self-calibration of the target field data
We combined the clock and amplitude corrected in-
dividual subbands of the target field into groups of 10.
The resulting combined datasets thus have about 2 MHz
bandwidth and 20 channels. It is assumed that the phase
change across 2 MHz bandwidth is small enough to be
neglected during the calibration. As can be judged from
Figure 4 (green lines) this a reasonable assumption since
the phase change due to the TEC is much smaller than
4 We do not know the origin of these XX–YY phase offsets.
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Fig. 2.— Fitted clock and TEC differences based on the 3C147 phase solutions. The fitting was performed on the solution interval
timescale of 5 s. The resulting values were smoothed with a running median filter with a local window size of 15 s. Left: Fitted station
clock offsets as function of time with respect to the reference (core) station CS001HBA0. The clock values show a bimodal distribution
with all the core stations having clock values close to zero, as is expected, since the core stations operate on a single clock (van Haarlem
et al. 2013). The remote stations all have large negative clock offsets with respect to the core stations, with the largest offset approaching
200 ns. The fact that all remote stations have negative offsets indicates that it is the core station clock that has quite a large offset with
respect to the average remote station clocks. The changes in the slope of the clock drifts for the remote stations clocks are caused by
adjustments of the clock rate. The clock rate adjustments are based on a comparison with a Global Positioning System (GPS) signal.
These adjustments are made to prevent the clocks from drifting more than ∼ ±15 ns. Right: TEC values for the same stations. Differences
of up to 1 TEC unit are observed which indicates a very active ionosphere, in particular for the first ∼ 1 hr of the observation where the
TEC values change very rapidly (more typical values are . 0.2 TEC units).
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Fig. 3.— TEC values with respect to reference station CS001HBA0. These two figures provide zooms for Figure 2 (right panel). The
“band” of lines with TEC values close to zero represent core stations that see more or less the same ionosphere as the reference station.
The large TEC values and rapid changes require corrections on short (10 s) timescales to prevent ionospheric “blurring” of the image.
1 rad across a 2 MHz band. The concatenation of 10 sub-
bands also increases the S/N for the calibration by a fac-
tor of about
√
10. We performed another round of RFI
removal with AOFlagger on the combined 10 subband
datasets as this allowed the detection of lower-level RFI.
Typically, 95% of the target field data remained after this
second round of RFI excision. We discarded the data be-
tween 112 and 120 MHz, as signal to noise was relatively
poor there compared to the data above 120 MHz.
We phase-calibrated these 10 subband datasets against
the GMRT 150 MHz model described in Sect. 4.2 which
has a resolution of 26′′ × 22′′ and a r.m.s. noise that
varies mostly between 1 and 2 mJy beam−1. The phase
calibration was carried out on a 10 s timescale to avoid
phase decorrelation by the ionosphere. A spectral in-
dex of −0.8 was assumed to scale the GMRT model to
the different frequencies. The S/N in the 10 subband
datasets was high enough to obtain good quality phase
solutions for all stations, i.e., we could easily track the
phase solutions over time. The station beam model was
used when computing the sky model. We then imaged
these 10 subband datasets with CASA and corrected for
the effect of the station beams in the phase center. This
does not allow for a full proper beam correction across
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Fig. 4.— Examples of the Clock-TEC fitting for one core and three remote stations. The distances to the reference station CS001HBA0
are 1.0, 6.4, 51.8, 37.1 km for CS026HBA0, RS205HBA, RS310HBA and RS508HBA, respectively. The blue points show the 3C147 phase
solutions as a function of frequency at an arbitrary 5 s time slot. Red points are outliers that were iteratively rejected during the fitting.
These bad solutions are usually caused by subbands that are strongly affected by RFI. The blue line is the fitted model to the data. The
separate contributions of the TEC and clock components to fitted phases are shown with green and purple lines, respectively. From these
fits it can be seen that the very large clock offsets for the remote stations cause the majority of the phase changes across the HBA band.
For the core station CS026HBA0 the fitted clock contribution is much smaller than for the remote stations. This is expected as all core
stations operate in a single clock. The TEC component for CS026HBA0 is small as well, because the core stations are close enough together
that they see more or less the same ionosphere.
the FoV when imaging but is enough to allow for subse-
quent self-calibration cycles.
From these CASA images we created a new sky model
with PyBDSM. This model is an apparent sky model as it
is not fully corrected for the station beams (except in the
phase center). We carried out an amplitude and phase
(self)calibration against this model and again re-imaged
the data. All the imaging was done with outer uv-range
cut of 7 kλ, limiting the resolution to ∼ 25′′, a FoV of
≈ 13◦, and Briggs (1995) weighting (robust=0). The
resolution and FoV imaged are a compromise between
the accuracy of the sky model obtained and processing
speed. For the solving step we included all available base-
lines. W-projection (Cornwell et al. 2008, 2005) was em-
ployed to deal with the non-coplanar nature of the array.
Furthermore, during the imaging clean masks were used,
with the mask derived from a previous imaging run with-
out mask. The clean masks were made with PyBDSM, de-
tecting islands of emission with a 3σrms island threshold
and a pixel threshold of 5σrms. A box size of 70×70 pixels
was used to compute the locally varying r.m.s. across the
maps to take into account (calibration) artifacts around
strong sources.
The products of the above steps are apparent-flux
“medium resolution” images of the sky between 120 and
181 MHz in steps of about 2 MHz (Figure 6). From this
process we obtained a total of 29 of these images. Two
blocks of 10 subbands were excluded because they were
affected by strong RFI, see Table 1.
4.6.1. Accuracy of the flux-scale bootstrapping
To assess the accuracy of the transfer of the flux-scale
from the calibrator 3C147 to the target field, we ex-
tracted catalogs from the GMRT and medium resolution
LOFAR image at 150 MHz with PyBDSM. In this case, the
HBA image was produced with awimager (Tasse et al.
2013) which fully corrects for the time-varying primary
beam. We used the same box size of 70 × 70 pixels to
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compute the r.m.s. map. We cross-matched the catalogs
using a matching radius of 5′′. Sources with a S/N less
than 10 or that were significantly resolved (a ratio of in-
tegrated flux over peak flux larger than 2) were excluded.
The ratio of the HBA over GMRT integrated flux den-
sities is shown in Figure 5. The ratio seems to be constant
as a function of radial distance to the pointing center.
From the medium flux ratio we determine a difference in
flux scale of about a factor 0.8 between LOFAR and the
GMRT. Such differences are not unexpected given the
uncertainties in the calibration of the low frequency flux-
scale with the GMRT (which is estimated to be about
10%, Intema et al. 2011) and the complex LOFAR sta-
tion beams (van Weeren et al. 2012b, 2014). Recently,
it has been found that the normalization of the LOFAR
HBA beam was not correctly implemented in the models
(work is ongoing to fix this issue). When transferring a
flux-scale from one pointing to another, differences of the
order of what we find are expected (based on work car-
ried out as part of the MSSS survey, Heald et al. 2015).
We therefore suspect that most of the difference with the
GMRT flux-scale is related to this LOFAR beam model
issue. However, at the moment it is not yet possible
to calculate what the expected error is for our specific
observation. We take a conservative approach here and
assume that the GMRT flux-scale is correct and use a
scaling factor of 1.2 to correct our extracted flux densi-
ties from the LOFAR HBA maps.
Fig. 5.— Integrated flux density ratios (LOFAR HBA over
GMRT) for sources in the Toothbrush field at 150 MHz as a func-
tion of distance to the pointing center. The dashed line indicates
the median flux density ratio.
4.7. Subtracting the sources from the data
As a final step, we subtracted the sources from the
10 subband datasets. This was done using a two step ap-
proach. First we subtracted the clean components from
the medium resolution images (with the corresponding
gain solutions). We then re-imaged this clean compo-
nent subtracted data at a lower ∼ 1.5′ resolution using an
outer uv-range cut of 2 kλ, but now with a FoV of ≈ 33◦.
This allowed us to detect sources in the first and second
sidelobes as well as extended low-surface brightness emis-
sion in the field that was not cleaned in the medium reso-
lution imaging. The clean components found in the low-
resolution image were again subtracted with the direc-
tion independent self-calibration solutions. The reason
for imaging this far out is to (i) remove the contribution
of sources in the far sidelobes, so they do not influence
the direction dependent calibration and (ii) search for
the presence of “off-axis” sources that are bright enough
that they need to be included in the direction dependent
calibration (often 3C sources).
Completing the above steps, we are left with 29 2-
MHz-wide datasets with all sources subtracted and corre-
sponding sky models. The 29 sky models take care of the
frequency dependence of the sky at this point. Note that
these datasets do not have the gain solutions applied,
rather the clean components were “corrupted” with the
gain solutions and subtracted from the uncorrected data.
These “empty” datasets serve as input for the direction
dependent calibration scheme.
5. CORRECTION FOR DIRECTION DEPENDENT
EFFECTS: “FACET CALIBRATION”
After self-calibration, significant artifacts remain
around (bright) sources in LOFAR images, see Figure 6.
Also the r.m.s. noise levels in the 10 subband medium
resolution images are a few mJy beam−1. This is a fac-
tor of 5–10 higher than the expected thermal noise with
these imaging settings. The increased noise and artifacts
are caused by DDEs, namely the station beam and the
ionosphere.
Previous work has shown that gain corrections towards
∼ 102 directions are needed to correct for these errors
(Yatawatta et al. 2013). A concern here is that this di-
rection dependent calibration involves solving for many
parameters. Ideally one should try to keep the number of
degrees of freedom (d.o.f.) in the calibration small with
respect to the number of independent measured visibili-
ties. There is also the requirement of having enough S/N
in each direction to enable an accurate calibration. The
accuracy and completeness of the sky model to calibrate
against, is also important. This is particularly relevant
for LOFAR, because no high-resolution models of the
sky are available at these frequencies. For a more de-
tailed discussion on these various topics see Intema et al.
(2009); Smirnov (2011b); Kazemi & Yatawatta (2013);
Kazemi et al. (2013); Yatawatta (2015). To keep the
number of d.o.f. small during the calibration and achieve
sufficient S/N, we make the following (reasonable) as-
sumptions:
• the station beams vary slowly over time and fre-
quency (Yatawatta et al. 2013);
• differential Faraday rotation can be neglected in
the HBA band (unless extremely high dynamic
range is required), meaning that the ionosphere af-
fects the XX and YY phases in the same way;
• the frequency dependence of the phase is: phase
∝ ν−1 (note that the effects of the clocks have been
taken out);
• no other calibration errors are present besides iono-
sphere and beam;
• all the direction dependent effects vary smoothly
across the FoV (e.g., Cohen & Ro¨ttgering 2009);
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Fig. 6.— Example of the calibration directions on top of a 150–
152 MHz image (26′′ resolution) displaying a region around the
Toothbrush cluster (top panel). Note that calibration artifacts are
visible around the brighter sources as only self-calibration has been
performed and no DDE calibration has been applied, see Sect. 4.6.
The FoV shown measures 2.1◦ × 1.4◦. The center of each circle
defines a direction towards a bright radio source (group). Direction
m9 is an example of a “group”. Based on these directions the sky is
partitioned via a Voronoi tessellation scheme (bottom panel). The
different colors associated with the regions are arbitrary and just
for visual representation.
The last assumption is particularly relevant as it im-
plies that we can divide up the sky into a number of
“isoplanatic patches” (e.g., Schwab 1984).
In the next subsections we outline the direction de-
pendent calibration scheme, which we will refer to as
“facet calibration”. The scheme has some similarities
to SPAM (Intema et al. 2009; Intema 2014) and Sagecal
(Yatawatta et al. 2008; Kazemi et al. 2011), although
there are also a few important differences (see Sec-
tion 6.2). Another technique that was developed to cor-
rect for the ionospheric phase errors is “field-based cal-
ibration” (Cotton et al. 2004; Cotton 2005). For field-
based calibration, snapshot images of bright sources are
made and their position offsets are measured. With
these measurements, an ionospheric model is fit which
is subsequently applied during the imaging to correct for
the source movements. However, field-based calibration
methods are not suitable for arrays with very long base-
lines such as LOFAR (Lonsdale 2005; Intema et al. 2009).
Below we discuss this facet calibration scheme in more
detail, in particular focussing on the parameters that are
solved for during the calibration. A schematic overview
of the calibration scheme is given in Figure 7.
5.1. Dividing up the sky in facets
A first step in the directional calibration is to divide
up the sky into facets. When the sky is divided up into
facets we make the assumption that the DDE calibration
solutions towards the bright source (group) apply to the
facet as a whole. The “center points” of the facets are
located on bright sources, or the approximate center of
a group of closely separated (less than a few arcmin)
bright sources. The number of facets required depends
on (i) the specific field, (ii) ionospheric conditions and
station beam shapes, (iii) the required dynamic range or
noise level, and (iv) the science aim. The considerations
for the choice of calibrator directions, which define the
facet layout, is very similar to, for example, Sagecal
or SPAM. The main consideration is having sufficient flux
available for calibration and the complexity of the sources
(for example, very extended sources might require multi-
scale clean which slows down the deconvolution steps).
The selection of the center points of the facets is done
by the user (but see Section 6.5). An apparent flux den-
sity of at least ∼ 0.4 Jy is required to define a center
point. This is determined by the need to obtain direction
dependent solutions with sufficient S/N. Center points
are selected by visually inspecting the 25′′ resolution
images from the direction independent self-calibration.
Naturally, the sources which show the strongest calibra-
tion artifacts (typically the brightest sources) end up in
the user defined list of center points. In the case of a
source group, the approximate center position of such a
group is taken.
For the Toothbrush field this resulted in a list of 67 cen-
ter points (i.e, directions), which cover an area of about
1.5 − 2× the HPBW of the station beam. Fewer direc-
tions are defined beyond the HPBW because the number
of sources with an apparent flux density of > 0.4 Jy de-
creases steeply beyond this radius. Two bright outlier
sources (3C147 and 3C153), located at radial distances
> 8◦ from the pointing center, were also included for the
Toothbrush field. This number directions is of the same
order as used by Yatawatta et al. (2013). We also in-
cluded an additional 20 directions with < 0.4 Jy of flux
density beyond the HPBW5.
We then employ a Voronoi tessellation (e.g., Okabe
2000) scheme to make the facets; an example of this is
given in Figures 6 and 8. This tessellation scheme assigns
each point on the sky to the closest calibrator source
(group). The area covered by facets is limited by the
maximum image size allowed by the user for a given facet.
This is done to prevent facets from growing too large.
A consequence of this is that the user must take care
to have a reasonably uniform distribution of calibrator
directions in order to avoid the appearance of gaps in
the final image.
5.2. Adding back the bright source (group)
The next step in the scheme consists of adding back
a bright source or source group (which defines the facet
position) to the visibility data. Typically, the source cov-
ers an area of a few sq. arcmin, which is much smaller
5 These were later discarded and were used to determine the
limiting flux density (of ∼ 0.4 Jy) for calibration.
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Fig. 7.— Schematic overview of the HBA calibration scheme employed for this work. Gray colored boxes depict the DDE calibration
cycle and yellow boxes the imaging of the facets.
than the size of the facet created via the Voronoi tessel-
lation6. The data are then phase rotated to the position
of the source that was added back and averaged down
to a channel resolution of ∼ 2 MHz, so each 10 subband
block is averaged down to 1 channel. The fact that the
source (group) only covers a small area means that after
phase rotation we can average much more in frequency
without being affected by bandwidth smearing. This av-
eraging step is crucial, as the size of the data is reduced
by a factor of 20 which speeds up the subsequent cali-
bration cycles (see the next Section). No time averaging
is done because we need to correct for the ionospheric
6 The main reason for not adding all the sources back in a facet
is to speed up the (self)calibration cycle that obtains the DDE
solutions in this direction.
phase changes on short timescales.
5.3. Self-calibrating a bright source or bright source
group
To obtain the DDE solutions a self-calibration cycle
is performed on the bright source (group) that defines a
particular facet. This is similar to the procedure followed
by SPAM. At this time all the data (120–181 MHz) are im-
aged together using the MS-MFS clean algorithm (Rau &
Cornwell 2011) as implemented in CASA with nterms=2.
Multi-scale7 clean (Cornwell 2008) is employed for a few
complex extended sources (Figure 10). Clean masking is
done as described in Sect. 4.6. The imaging is carried out
with all available baselines and no outer uv-range cut is
7 We use the CASA clean option scales = [0,3,7,25,60,150].
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Fig. 8.— Voronoi tessellation used for the Toothbrush cluster
field. The black circle indicates the HPBW of the station beam at
150 MHz. Stars indicate the center points, placed on bright sources
(or source groups), that define the tessellation.
imposed. To speed up the DDE calibration cycle and ob-
tain a reasonable starting model we apply the direction
independent self-calibration solutions (see Section. 4.6)
at the first imaging step. After we obtain the starting
DDE calibration model the direction independent self-
calibration solutions are discarded.
The first two self-calibration cycles consist of Stokes I
phase and TEC calibration on the visibility data using
BBS. At this point, instead of having 29 sky models for
each of the 10 subband blocks, we now go down to a single
clean component model that is valid over the entire 120–
181 MHz band (each clean component having a flux and
a spectral index, i.e., corresponding to nterms=2 in the
CASA clean task). Imaging the complete bandwidth at
once has the additional advantage of an improved point
spread function (PSF) as the large frequency coverage
almost completely fills the uv-plane; in addition it allows
cleaning fainter sources/emission that can then be in-
cluded in the sky model. For most of the directions this
phase and TEC calibration is carried out on the short-
est timescale of 10 s to correct for the ionosphere. For
about a dozen facets we increase this solution interval
to 20 s because the available S/N is lower. For the cal-
ibration, a single TEC and phase parameter are found
per station per 20 MHz bandwidth. We thus solve for
only 6 parameters (3 phase and 3 TEC values, see also
Section 5.3.1) per antenna for the entire 120–181 MHz
band. See Figure 9 (top panel) for an example of the
calibration solutions.
After three rounds of this Stokes I phase + TEC self-
calibration, we solve for gains on timescales ranging from
5 min to 20 min, based on the source (group) flux den-
sity. The phase + TEC corrections were pre-applied be-
fore solving for the XX and YY gains. This “slow gain”
calibration is carried out to correct for the slowly vary-
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Fig. 9.— DDE solutions towards direction s21, see Figure 6.
Top: The effective Stokes I phase corrections are shown at a fre-
quency of 150 MHz. For the images corresponding to this direc-
tion see Figure 10. Because we fit for TEC (and a phase) the
actual corrections can be evaluated at an arbitrary frequency. The
solutions are obtained on a timescale of 10 s using 20 MHz of
bandwidth. Middle: XX (blue) and YY (green) phase solutions
for the 150–152 MHz subband block. The solutions are obtained
on a timescale of 10 min. Phases are always plotted with re-
spect to core station CS001HBA0. Bottom: XX (blue) and YY
(green) amplitude solutions corresponding to the middle panel.
The distances to CS001HBA0 are 0.37, 2.0, 8.8, 6.4, 27.1, 51.8,
14.3, 20.8, and 55.7 km for CS002HBA0, CS103HBA1, RS106HBA,
RS205HBA, RS208HBA, RS310HBA, RS406HBA, RS407HBA,
and RS509HBA, respectively.
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Fig. 10.— Images showing the incremental improvements during the DDE calibration, see Sect. 5.3. For reference, the first and second
row of images show direction s2 and s21, respectively (Figure 6). All images are made using the full dataset (120–181 MHz, robust=-0.25)
and have a resolution of 8′′ × 6.5′′. Note that at this resolution many of the bright DDE calibrator sources are resolved. The first column
displays the images made with the (direction independent) self-calibration solutions, see Sect 4.6. The blue contours show the clean mask
that was created with PyBDSM for the imaging. The clean mask is updated at each imaging step during the DDE calibration (not shown).
The next columns display improvements during the DDE calibration step (see also Figure 9). Second column: first DDE TEC+phase
iteration. Third column: second DDE TEC+phase iteration. Fourth column: third DDE TEC+phase iteration and first DDE XX and YY
gain (amplitude and phase) iteration. Fifth column: fourth DDE TEC+phase iteration and second DDE XX and YY gain (amplitude and
phase) iteration. For all four directions the TEC+phases were solved for on a 10 s timescale. The XX and YY gains were solved for on a
10 min timescale, except for the source in the top row for which this was 5 min. The scale bar at the bottom is in units of Jy beam−1.
The images in the first and third row were cleaned with multi-scale clean because of extended emission. The r.m.s. noise level in each of
the images is indicated in the top right corner in units of µJy beam−1.
ing station beams. The calibration is done independently
per 10 subband block because the beam corrections are
frequency dependent. The number of parameters solved
for in this step is a factor of ∼ 20 lower than what is
typically done with Sagecal, which solves for full Jones
on a per subband basis on similar timescales.
We run a median window filter on the amplitude so-
lutions to find and replace potential outliers. However,
very discrepant amplitude solutions are rare at this stage
in the calibration as no bad data should be present. Bad
data should have been identified at earlier steps, i.e., us-
ing the calibrator observations or during the direction
independent self-calibration.
The phase components of the “slow gains” are close
to zero, i.e.,  1 rad (Figure 9, middle panel). This
is expected because the phase component of the beam
variations are small within the main FoV and the iono-
spheric variations have already been taken out. The slow-
gain calibration is followed by another round of Stokes-I
phase and TEC calibration and another final round of
XX and YY gain calibration. The above scheme basi-
cally mimics a joint “short-timescale phase+TEC” and
“slow-timescale gain” calibration. The reason for this
approach is that BBS cannot jointly solve for parameters
on different timescales.
For the final solutions we normalize the global ampli-
tudes to prevent the flux-scale from drifting. In all cases
these normalization corrections were very small (a few
percent or less). Thus when this self-calibration scheme
has finished, we have obtained a set of solutions (Fig-
ure 9) for a particular direction. The improvement in
image quality, over the previous direction independent
self-calibration (Sect. 4.6) is very significant after com-
pleting this step. An example of the increase in image
quality for the calibration scheme described in this sec-
tion is shown in Figure 10.
The images are not completely free from calibration ar-
tifacts: some small scale negative and positive artifacts
(at levels of . 1% of the peak flux) are visible very close
to the bright calibrator sources. From tests we noticed
that the magnitude of these residuals further decreases
when adding additional calibration cycles following the
scheme outlined above. However, due to computational
limitations we decided not to increase the number of cal-
ibration cycles. These calibration artifacts could also
partially have resulted from the imperfect subtraction of
other sources, or indicate calibration errors on shorter
timescale or at higher frequency resolution than what we
solve for.
5.3.1. Number of fitted parameters vs. number of
measurements
An important consideration is to keep the number of
fitted parameters small with respect to the number of
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measured visibilities to avoid flux loss and overfitting.
We define the ratio between the number of measurements
and fitted parameters as q. With n stations we have
n(n − 1)/2 complex visibilities per (10 s) time slot per
polarization. The solutions are obtained on data that is
averaged down to a frequency resolution of 2 MHz. Con-
sidering the parallel hand polarizations (XX, and YY),
we thus have 86,130 complex measurements in the 120-
181 MHz band (29 blocks of 2 MHz with two polariza-
tions and n = 55).
We fit for 6×nm = 22,110 “phase parameters”, where
m = 67 the number of directions. The factor of 6 comes
from the three phase and three TEC values we fit per
antenna across the 120–181 MHz band. Thus, 86,130
complex measurements are fitted with 22,110 real-valued
parameters8 resulting in q ≈ 7.8.
For a 10 min solution interval (60 time slots of 10 s)
per 2 MHz block, we also fit for 2 × nm complex gains.
In this case q ≈ 24.2.
Combining both calibrations together, we obtain q ≈
7.7. Thus, the number of free model parameters is still
significantly smaller than the number of measurements.
Ratio q is almost completely determined by the TEC and
Stokes I phase corrections9.
The above calculation only provides a quick check, as
it does not take into account the S/N per measurement,
the accuracy of the input calibration model, and the pre-
cise functional form that is minimized. However, to first
order our value of q seems to be sufficient to prevent
overfitting, see Section 6.3.
In our calibration we have traded off the number of
measurements with S/N to speed up the calibration, by
averaging a factor of 20 in frequency before obtaining the
calibration solutions. Without this averaging, keeping
a frequency resolution of 2 channels per subband, this
would have resulted in a much higher ratio of q ≈ 154
(see Section 6.5 for options to decrease the number of
fitted parameters).
5.4. Adding back the other facet sources and imaging
After we obtain a set of DDE corrections for a facet, we
add back all other sources in the facet and assume that
these fainter sources can be corrected using the same
solutions as for the “center” of the facet containing the
bright source (group). The DDE calibration solutions are
applied at the original 2 channels per subband frequency
resolution. This allows the Stokes I + TEC corrections to
be applied on a channel to channel basis10. After the cor-
rections are applied the data is averaged by a factor of 5
in frequency and 3 in time. The amount of frequency av-
eraging is less than described in Sect. 5.3 to avoid band-
width smearing, because the largest facets have sizes of
several tens of arcmin. We then image the facet using
MS-MFS clean in CASA (nterms=2, robust=-0.25) and
W-projection (and multi-scale if needed).
Optionally, the facet images can be made with the
WSClean imager (Offringa et al. 2014). Note that at this
8 The full complex visibility function is minimized during the
solve, not only the phase part.
9 We ignore the fact that for a couple of directions our solutions
intervals are longer.
10 Recall that in the previous step (Sect. 5.3), the calibration was
carried out on an averaged (phase-shifted) dataset with a frequency
resolution of 2 MHz.
point we do not use the awimager (Tasse et al. 2013),
which can correct for the time-varying LOFAR station
beams across the FoV during imaging. There are two
reasons for this, (1) MS-MFS nterms>1 imaging was not
yet fully implemented and (2) awimager has problems
with imaging regions significantly beyond the HPBW of
the station beam (the beam response drops close to zero
in some regions here and the large beam corrections re-
sult in instabilities).
5.5. Subtracting all the facet sources
After the imaging of a facet is completed, we have ob-
tained an updated sky model for the region of the sky
covering that facet. This sky model is then subtracted
from data (which consists of 2 channels per subband at
10 s time-resolution, see Section 5.4), with the corre-
sponding DDE solutions. The new output data that is
created should now have the flux from the part of the
sky that is covered by the facet correctly removed, while
before the sources in the facet were only approximately
removed as they were subtracted with the direction in-
dependent self-calibration solutions, as described in Sec-
tion 4.6 and 4.7. As a quality check, we re-image the
residual data at low-resolution (2′) to verify that the
sources in the facet were indeed correctly subtracted and
that the magnitude of the residuals has decreased with
respect to the direction independent self-calibration sub-
traction.
After subtraction, we then proceed with the next di-
rection, and start again with the process described in
Sect. 5.2. This whole process is repeated for all direc-
tions. We thus gradually build up a DDE corrected view
of the sky, see Figure 7 for the schematic overview of
this process. After each direction, the residual visibility
dataset becomes “emptier” as more and more sources are
subtracted with the DDE calibration solutions, instead
of the direction independent self-calibration solutions.
We note that the order in which the facets are treated
goes roughly with the brightness of the source (group)
that defines a facet. Thus the “worst” facets (with the
largest calibration errors in the medium resolution im-
ages) are treated first so that at a later point they do not
influence the DDE calibration for the facets that have a
fainter source (group).
Depending on the science goals not all facets need to be
calibrated, as the decrease in overall noise is mostly de-
termined by the facets that contain the brightest (& 1 Jy)
sources (see also Section 6.1). In the end the individual
facet images can be combined into an image that covers
a larger (or the entire) FoV, which is mostly relevant for
survey type science, see Figure 11. This image is then
corrected for the primary beam attenuation by dividing
out the primary beam using an image of the beam ob-
tained from awimager.
For survey type science, it is beneficial to re-image all
of the facets after the facet calibration with the obtained
DDE solutions. The reason for this is that the DDE cal-
ibration runs sequentially through the facets. Therefore,
in particular the first facet that was produced did not
have any other sources subtracted (from other facets)
with the DDE calibration solutions. Such re-imaging is
less relevant if the target of interest is located within the
boundaries of a single facet and that facet is treated as
the last one in the list, as was the case for the Tooth-
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brush cluster. In Williams et al. (2016) we will present a
facet calibration run where re-imaging was carried out.
In principle the whole DDE scheme could be iterated
over; we did not attempt this due to computational lim-
itations. We note though that subsequent iterations
would offer much smaller improvements than in the first
iteration, because the images from the first application
of this scheme are already mostly free of calibration ar-
tifacts.
6. DISCUSSION
6.1. Facet layout
The amount of sky that needs to be imaged and cor-
rected for direction dependent effects depends on the ac-
tual science case. We identify two main modes of opera-
tion for facet calibration (1) single targets of interest or
(2) survey-type science.
In the case of a single target, for example the obser-
vations described in this work, it is actually not essen-
tial that the full FoV (within the HPBW) is imaged,
or covered with facets. The removal of a limited num-
ber of bright sources already significantly improves the
image quality for the target of interest. It was found
that the improvement in image noise after removal of
the > 1 Jy sources was relatively small, if the facets that
were treated were located far away (& 1◦) from the target
of interest.
For survey science, where the main aim is to image as
much of the sky as possible, it is important to cover the
entire region within the HPBW. If only a few facet direc-
tions are chosen, in combination with a maximum image
size, only part of the field will be imaged and corrected
by the facet calibration scheme which might not be desir-
able. Therefore, a sufficient number of calibrator sources
are needed that are spread across the region within the
HPBW. For example, with less than ∼ 20 directions the
assumption that calibration solutions are constant within
a facet breaks down. From tests on about a dozen fields,
we conclude that in general a sufficient number of calibra-
tor sources is available (always more than 20) to achieve
close to thermal noise limited images for a typical 8 hr
synthesis run. Results for these fields will be described
in upcoming papers.
For fields at low declination (i.e., DEC . 10◦), it might
be more challenging to find a sufficient number of cali-
brator sources to correct for direction dependent effects
across the entire region within the HPBW of the station
beam. This is caused by the reduced sensitivity at lower
elevations. Therefore this requires a higher integrated
flux density limit and thus reduces the number of cal-
ibrator sources available. It remains to be determined
if this will become an important limitation to carry out
facet calibration. Similarly, to achieve much lower noise
levels (a few tens of µJy beam−1, or less) higher dy-
namic range might be required and this could imply that
the sky needs to be divided up into more facets. Due
to the computational challenges involved in testing this
(see Section 6.4), we leave this as future work.
6.2. Comparison with SPAM and Sagecal
Besides facet calibration, other direction dependent
calibration schemes have been developed to deal with
low-frequency radio data. We discuss some of the sim-
ilarities and differences with the SPAM (Intema et al.
2009) and Sagecal (Yatawatta et al. 2008; Kazemi et al.
2011) packages. SPAM has successfully been applied to a
large number of GMRT and VLA datasets. Sagecal has
mainly been used for LOFAR HBA observation taken for
the Epoch of Reionisation (EoR) KSP. In Table 2 we pro-
vide a general comparison between these three different
calibration schemes.
The main difference between facet calibration and
Sagecal are the calibration parameters that are solved
for, the underlying solver, and the application of the cali-
bration solutions. Sagecal obtains solutions for all direc-
tions at once, while facet calibration obtains solutions for
a single direction at each step. Sagecal thus offers signif-
icant improvements in speed, also because the underly-
ing solver is different from the “traditional” Levenberg-
Marquardt solver that is used in the facet calibration.
For more details about the solver employed by Sagecal
the readers is referred to the references provided above.
Sagecal only solves for Jones parameters, so complex
gain solutions are obtained for all four correlation prod-
ucts for each direction. The facet calibration takes a
different approach, since it solves for phases on short
timescales and parallel-hand complex gains on longer
timescales. The main reason for this approach is that it
enables a correction for the ionosphere on timescales as
short as a few seconds, as phases can vary very quickly on
the longer LOFAR baselines. Solving for a single phase
component per direction per stations reduces the num-
ber of parameters that are solved for by a factor of 8
compared to full Jones. Solving for all Jones param-
eters on such short timescales is not feasible, because
it would result in over-fitting due to the large number
of d.o.f. Facet calibration also directly takes the 1/ν
ionospheric frequency dependence into account, further
reducing the number of parameters that are solved for
in the calibration. Another difference with respect to
the facet calibration is that the data are not corrected
with the direction dependent calibration solutions when
imaged and deconvolved. In Sagecal, sources are sub-
tracted with the DDE solutions and optionally sources
can be restored on an uncorrected residual image.
It is important to note that Sagecal was developed
with a different goal in mind, namely the removal of
sources from visibility data to detect the EoR, and not to
obtain fully corrected images of the sky and correct for
the ionosphere on short timescales. However, Sagecal
can subtract interfering bright sources that would other-
wise decrease the image quality of the main science target
in the field, for example.
The facet calibration scheme is more similar to SPAM
than Sagecal, as SPAM’s main goal is also to produce
corrected images of the radio sky. SPAM also attempts to
solve for the ionosphere by obtaining phase solutions in
a dozen or more directions on short timescales. SPAM
does currently not make use of the frequency depen-
dence of the ionosphere, mainly because the GMRT and
VLA bandwidths were too narrow to make this practical.
A key difference with SPAM is that the facet calibration
scheme currently does not obtain a global phase screen
from the phase solutions. Attempts to do this with us-
ing LOFAR data have only been partially successful till
now. The production of a global phase screen to model
the ionosphere above the array would help to further re-
duce the number of d.o.f. in the calibration. Another
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30 arcmin
Fig. 11.— Comparison of a 25′′ image at 150 MHz before facet calibration (left) and the high-resolution (8.0′′ × 6.5′′) full-bandwidth
image after facet calibration (right). The r.m.s. noise level is close to 0.1 mJy beam−1 in the high-resolution image. The images cover the
same part of the sky. Individual images of facets were combined to make the high-resolution image. The outline of the facets is shown in
red in the left panel. Images we manually scaled in brightness for the purpose of visual comparison.
difference with facet calibration is that SPAM relies on
AIPS (Greisen 2003) and is not well suited to handle LO-
FAR data. In addition, AIPS does not allow one to solve
for more general calibration problems. The underlying
solver used in the facet calibration (BBS) is more flexible,
allowing for example to solve for TEC. In addition, in
the facet calibration more emphasis is placed on solving
for beam errors, while in SPAM this is less relevant as it
was not meant to work with phased arrays.
6.3. Flux-scale comparisons after DDE calibration
To test the effects of the facet calibration on the flux-
scale we again compared the integrated LOFAR fluxes to
those from the GMRT 150 MHz image (Section 4.6.1).
We corrected the LOFAR HBA image with the primary
beam as described in Section 5.5. In addition, we cor-
rected for the flux-scale difference found in Section 4.6.
We extracted a source catalog from both images with
PyBDSM. For the GMRT map, a box size of 70 pixels was
used to compute the locally varying r.m.s. noise to take
into account (calibration) artifacts around bright sources
and variations due to the primary beam attenuation. For
the HBA map we took a box size of 250 pixels. We
then cross-matched sources in the two catalogs using a
matching radius of 2′′. A S/N cut of 10 was imposed for
all sources. Sources with an integrated flux over peak flux
ratio larger than 2 were excluded to avoid very extended
and complicated sources.
The resulting flux ratio of LOFAR over GMRT fluxes
is shown in Figure 12. We find that the overall flux-ratio
between GMRT and LOFAR fluxes remains close to one.
The medium of the flux-ratios is 1.02, which indicates
the overall flux-scale was not significantly affected by the
calibration.
The overall spread in the flux density ratios is some-
what larger than what is expected from the error bars,
but part of this extra scatter is related to the source ex-
traction and the formation of sources from the individual
Gaussians components (for more information regarding
this the reader is referred to the PyBDSM documentation).
From the flux-ratio test we conclude that we do not find
clear evidence for flux loss during the DDE calibration.
In addition, we recover faint sources and source struc-
ture in the LOFAR image (van Weeren et al. 2016) that
are also seen in higher frequency observations of the field
(van Weeren et al. 2012a), but are not included in our
initial calibration model derived from the GMRT image
at 150 MHz. The above findings are also supported by
similar comparisons between images from LOFAR HBA
facet calibration runs and GMRT images of the Boo¨tes
(Williams et al. 2016) and H-ATLAS fields (Hardcastle et
al. 2016). However, we note that more detailed compar-
isons are needed to fully quantify the effects of the d.o.f.
in our calibration. To do that, one can, for example, in-
ject fake (faint) sources into the data and check how well
they are recovered after facet calibration. Given the pro-
cessing requirements and amount of effort that will be
required to carry out such tests, we leave this for future
work.
6.4. Computing requirements
The amount of computing power required for facet cal-
ibration is considerable. For the Toothbrush field, we
utilized a single 24 core (two 12-core Xeon E5-2695v2
CPUs) machine with 128 GB RAM. The total amount
of pure processing time was 4 months. Therefore, if the
facet calibration is to be applied to many more fields, it
is desirable to reduce the processing time.
One option that has recently been exploited is to make
use of WSClean (Offringa et al. 2014) instead of the CASA
imager. This typically reduces the imaging time by a
factor of 3 and decreases the overall processing time by
about 30%. In addition, significant speed-up has also
been achieved by utilizing StefCal for the calibration
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TABLE 2
Comparison Facet Calibration, SPAM, and Sagecal
Facet Calibration SPAM Sagecal
Main purpose Corrected images the sky Corrected images the sky Source subtraction
Solving for (scalar) phases Y Y N
Solving for parallel hand gains Y Y Y
Solving for cross hand gains Na N Y
Correction and imaging of visibility data with DDE solutions Y Y Na
Explicit removal of instrumental effects (clocks) Y Y N
Global phase screen modeling Nb Y N
Optimized solver Nc N Y
Solutions obtained for all directions instantaneously N N Y
Works on LOFAR HBA data Y N Y
Solution intervals can vary per direction Y Y Y
Solving for amplitude and phases on different timescales Y Y N
a could be implemented and useful for polarization work
b being attempted
c Stefcal (Salvini & Wijnholds 2014) can be employed for directions with & 1 Jy of flux density
Fig. 12.— Flux density ratio between GMRT and HBA detected
sources as a function of distance to the pointing center.
(Salvini & Wijnholds 2014). Since StefCal cannot solve
for TEC at the moment, this is currently limited to the
brighter (& 1 Jy) sources because more S/N is required as
the bandwidth needs to be divided into smaller frequency
chunks, where the effects of TEC can be neglected. A
drawback is that this also increases the number of d.o.f.
Another option to reduce processing time is to further
parallelize the code. For example, once the brightest
sources have been dealt with (and subtracted) several
different facets could be imaged and calibrated in paral-
lel.
6.5. Recent developments and future improvements
At the moment the facet calibration needs to be run
in a semi-manual way by the user, which means that
the method is currently more suited towards individual
pointings rather than large surveys for which automated
processing is required. To achieve more automated pro-
cessing, several steps are required.
One is the automatic generation of the list of directions
that define the facets. A starting point for the genera-
tion of such a list is a source list ordered by integrated
flux density. Another aspect concerns the spatial extent
of sources, because enough compact flux is needed to ob-
tain calibration solutions for the distant remote LOFAR
stations. Finally, a grouping algorithm is required to
group closely separated sources.
Another aspect concerns the situation in which facets
boundaries can run across (extended) sources; this would
preferably be avoided. The order in which the facets are
calibrated in is currently also decided by the user, but
this is relatively simple to automate. The order could
follow the integrated (compact) source flux density. Fur-
thermore, after the brightest sources are removed the
order becomes less important.
Another improvement would be to increase the amount
of S/N available for the DDE calibration. For example, it
is possible that more facets are needed to reach noise lev-
els of a few tens of µJy beam−1 (i.e., Surveys KSP Tier-2
and 3 depth). For the purpose of correcting DDEs, more
facets are better as corrections in more directions can be
applied. On the other hand, depending on the source
structure and flux density, as well as the quality of the
subtraction from earlier processed facets, at some point
the calibration solutions become too noisy for accurate
subtraction. A way to further improve the S/N per direc-
tion and decrease the number of d.o.f., is to exploit the
fact that solutions vary smoothly as a function of time.
In addition, the “slow gain solutions” (correcting for the
beam) should vary relatively smoothly across the HBA
band. This information is currently not used in the facet
calibration. Calibration schemes that employ the spa-
tial, frequency and/or time coherency of the calibration
solutions have recently been developed by Tasse (2014);
Yatawatta (2015); Smirnov & Tasse (2015).
Work is ongoing on all above the above mentioned
aspect. Ultimately, ionospheric phase screens and up-
dated beam models (or amplitude screens) would pro-
vide an even larger reduction in the number of d.o.f., but
this likely still requires a significant amount of work and
study. The same holds for extending the facet calibration
to the LBA. In the LBA, the ionospheric effects become
more severe and differential Faraday Rotation cannot be
neglected. A more fundamental limitation is the sensi-
tivity of the LBA stations. LBA stations are about an
order of magnitude less sensitive compared to the HBA
and it is unclear if solutions in a sufficient number of di-
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rections (& 20) can be obtained in the LBA frequency
band.
7. CONCLUSIONS
In this paper we have presented a new calibration
scheme to obtain deep high-resolution LOFAR HBA im-
ages. We applied this facet calibration scheme to the
Toothbrush galaxy cluster field. The scientific results
are discussed in van Weeren et al. (2016).
This calibration scheme consists of a direction inde-
pendent and a direction dependent part. For the direc-
tion independent calibration, the LOFAR clock offsets
and flux-scale are determined by utilizing the gain solu-
tions from a primary calibrator source. For the direction
dependent calibration, the sky is divided up into facets,
with each facet center being defined by a bright source or
source group. Calibration solutions for the bright source
(group) are obtained, solving for phases on short (∼ 10 s)
timescales and parallel hand gains on longer timescales
(∼ 10 min). The calibration solutions are applied under
the assumption that they are constant across the facet.
The updated model of the sky covered by the facet is
then subtracted from the data with the solutions ob-
tained. This scheme is repeated for subsequent facets,
slowly building up a picture of the full FoV.
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